ympiete this report at the ime of the regular monthly preventive maintenance ¢k
staptete this repott whenaver the instrument is saviced of rapaired andwhene, RECEIVED
stain the ofiginal and send a copy vathun 15 days to the Breath Aleohol Progran{ By Carol Day at 1:21 pm, Mar 23, 2016

EIOCEEREE 3 S TIANES OF AGRRDY GATE OF IHGRPECTISH
0291 Boonville BD 03/2172016
CATIIH OF N TRUN ST (STRE LT AN (171 " TIAE OF M RREL T
131 E. Morgan 12:19:12

JECKLIST: Place a mark in the box by sach item if found to ke satisfactory of is Gpé;aféng within established fimits. (Whita In obsery
lues where determained) Unmarked tems must be corrected before using instrument

I DIAGNOSTIC RECORD

DATE AND TIME _03/21/2016 12:10:14 [ DETECTOR

&l PROGRAM T @meLeR ]

€1 SAMPLE CHAMBER 48.7°C &l FILTER 2

BREATHTUBE 44.2°C &) FILTER 3

PUMP | & INTERNAL STANDARD
IEATH ANALYZER ACCURAGY STANDARDS B

O aw.mgfm STANDARD - B COMPRESSED ETHAMOL-GAS MIXTURE
'STANDARD SUPFLIER_AIRGAS LOT#_AG426202 __ EXP DATE_09/19/2016
SIMULATOR TEMP {34°C ¢ 0.2°C) SIMULATOR SN [SIMULATOR EXP DATE

CALIBRATION CHECK - (ONLY ONE BTANDARD iS TO BE USED PER MAINTENANGE REPORT)
Run three tesis using a stapdard. Al theee tests must be within £5% of the standard value and must have 3 spread
of 0056 or legs, Mark the box carresponding to the standard baing used

&1 0 16% STANDARD - MUST READ BETWEEN 0 095% AND 0.106% IMCLUSIVE

1 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

[J 0 04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE
311 0.096 TEST2 0.096 TEST 2 0.096
PERFORM R F | TEST o |

DICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAIMTENANCE REPOR

SFUSALS: § - 041 05-09.0 10-.14 0 518 2 OvER #
ZNY R FARTE AND DESUR SR ANT A1 CRATAT L0 TG0 7 ST FE] WAL TEATE T8 RESTORE 108 AT MEA T 10 OFERATE SATISFAGTOMILY S0 W1

AGLIEHED LTS ISR OTHER S0E IF HEIESL AT

PEMT BOL L HAME
JAMES M DECKARD

AP AT FATE TELERHUNE TMGEE

031172017 660-882-2727




